[The latest developments of the mercurial sphygmomanometers' substitute products].
Mercurial sphygmomanometer is widely applied to NIBP as the basic medical equipment in hospitals, but it is dangerous. With the world-wide limit of mercurial sphygmomanometers, it is inevitable that the mercurial sphygmomanometers would be eliminated. At the same time, according to the requirement of the medical staff and for the technical side of medical engineering, we should set up a claim for the mercurial sphygmomanometers' substitute products.